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LASER  DETECTION  OF  CHEMICAL  AGENTS 


We  have  recently  extended  the  gas-phaae  MPI  technique  to  probe  molecules 
adsorbed  on  fused  quartz  surfaces.  The  phenomenology  of  the  process  is  rich, 
showing  weavelength-dependent  fragmentation  patterns.  Our  first  generation 
surface/mass  spectrometer  system  has  a  proven  detectability  limit  of 
<  4  x  10 ^  molecules  of  dimethyl  methyl  phosphonate  (DMMP)  corresponding  to  an 
exposure  to  a  DMMP  partial  pressure,  of  1  x  10  ^  Torr  for  1  second. 

The  heart  of  our  experimental  apparatus  is  an  8mm  quartz  light  pipe  which 
passes  from  outside  our  vacuum  system  into  the  ion  source  of  a  quadropoie  mass 
spectromecer  (Finnigan  Model  300G).  Laser  light  from  a  Nd-YAG  pumped,  doubled 
dye  laser  (Quanta  Ray  DCR-i  and  PDL  with  Lasermetrics  KD*P  crystals)  was 
mildly  focused  into  the  light  pipe,  and  ionized  molecules  adsorbed  on  the 
light  pipe  face  within  the  mass  spectrometer  ion  source.  These  ions  were  mass 
analyzed  and  detected  using  the  Finnigan  electronics,  the  output  of  which  was 
fed  Into  a  boxcar  (PARC  162  with  165  plugin)  and  sent  to  a  strip  chart 
recorder.  The  chamber  was  evacuated  with  a  2"  water-baffled  diffusion  pump 
and  had  an  attainable  base  pressure  of  <  1  x  10  ^  Torr. 

Dimethyl  methyl  phosphonate  (DMMP)  (Aldrich,  97Z)  was  freed  from  air  by 
several  freeze-pump-thaw  cycles  and  was  metered  into  the  ionization  source 
curough  a  needle  valve  and  effusive  jec. 

Figure  l  shows  Che  mass  spectrum  obtained  from  the  surface  at  a  pressure 
of  4  x  10  ^  Torr  and  a  laser  wavelength  of  265  nm.  The  gas-phase  ionization 
under  similar  conditions  is  minimal.  A  comparison  with  the  mass  spectrum 
obtained  with  electron  Impact  ionization  (Figure  2)  makes  the  case  against 
electron-mediated  processes  quite  convincing.  The  MPI  spectrum  shows  much 
less,  ae  well  as  qualitatively  different,  fragmentation  compared  to  the 


electron  impact  (El)  spectrum.  For  example,  che  m/e-93  peak  in  the  MPI 
spectrum  results  from  highly  energetic  parent  ions  eliminating  mechoxy 
radical,  while  in  the  El  spectrum  this  feature  is  replaced  by  the  lower  energy 


If  Che  laser  wavelength  is  changed  to  290  nm,  the  mass  spectrum  obtained 
la  radically  different  (see  Figure  3).  Ther*  is  much  more  fragmentation, 
reflecting  the  fact  that  the  ionization  is  now  a  four-photon  process,  with  up 
to  3  eV  of  excess  energy  being  deposited  in  the  nascent  ion.  The  m/e“93  peak 
is  stll  in  evidence,  but  the  parent  ton  peak  at  m/e«*124  has  been  replaced  by 
(M+-H)  +  at  m/e-125.  This  probably  reflects  an  ion-molecule  reaction  occurring 
in  the  localized,  high  density  gas  cloud  at  the  light  pipe  surface.  The 
signals  at  m/e^^S  and  m/e-93  are  both  proportional  to  the  fourth  power  of  the 
laser  intensity,  reflecting  the  .aultiphoton  nature  of  the  process.  They  are 
also  linear  in  sample  pressure,  thus  ruling  out  background  (pump  oil) 
contamination  as  the  source  of  the  sign-1,  and  allowing  us  to  estimate 
detection  limits  for  the  technique  (vide  infra). 


m/m 


Figure  3.  DMMP  Mass  Spectrum;  Surface  MPI;  \  290  nm,  P  »  4  x  10”^  Torr. 
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